
 

 

 

 
 
 
 
 

 

 

Kiwa Nederland B.V. Issue date: First issue: 

 

2 October 2020 --- 

This certificate shall, as far as applicable, be revised before the date of cessation of 
presumption of conformity of (one of) the included standards above as communicated in  
the Official Journal of the European Union. 

Ron Scheepers 

Managing Director © Integral publication of this certificate in its entirety and without any change is allowed. 

 

1 Type Examination Certificate 
2 Equipment or Protective System Intended for use in Potentially Explosive Atmospheres 

Directive 2014/34/EU 

    

3 Type Examination Certificate Number: KIWA 20ATEX0063 X Issue: 1 
  

4 Product: Weighing Indicator BX2** Ex2/22 series  

with (optional) Battery Pack model BPACK Ex2/22 

   

5 Manufacturer: Baykon Endüstriyel Kontrol Sistemleri San. ve Tic. A.Ş. 

   

6 Address: Tuzla Kimya Sanayicileri O.S.B Organik Cad. No: 31 34953 Tuzla, Istanbul 
  Turkey 
  
7 This product and any acceptable variation thereto is specified in the schedule to this certificate 

and the documents therein referred to. 
  
8 Kiwa Nederland B.V. certifies that this product has been found to comply with the Essential 

Health and Safety Requirements relating to the design and construction of products intended for 

use in potentially explosive atmospheres given in Annex II to Directive 2014/34/EU of the 

European Parliament and of the Council, dated 26 February 2014. 
 The examination and test results are recorded in confidential ATEX Assessment Report  No. 

190800378. 
  
9 Compliance with the Essential Health and Safety Requirements has been assured by 

compliance with: 

 EN 60079-0 : 2012 + A11 : 2013 EN 60079-7 : 2015 + A1 : 2017 

 EN 60079-11 : 2012 EN 60079-31 : 2014  
  
10 If the sign "X" is placed after the certificate number, it indicates that the product is subject to the 

Specific Conditions of Use specified in the schedule to this certificate. 
  
11 This Type Examination Certificate relates only to the design of the specified product and not to 

specific items of equipment subsequently manufactured. 
  

12 The marking of the product shall include the following: 
  
  Weighing Indicator BX2** Ex2/22 series:  

II 3 G Ex ic ec [ic] IIC T6 Gc 
II 3 D Ex ic tc [ic] IIIC T85°C Dc 
Battery Pack model BPACK Ex2/22:  
II 3 G Ex ec IIC T6 Gc 
II 3 D Ex tc IIIC T85°C Dc 

Kiwa Nederland B.V. 
Unit Kiwa ExVision 
Wilmersdorf 50  
P.O. Box 137 
7300 AC Apeldoorn 
The Netherlands 
 
Tel. +31 88 998 34 93 
Fax +31 88 998 36 85 
ExVision@kiwa.nl 
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